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Nores
1.7HS 15 A ULTRA HIGH VACUUM CHAVBER (UHY).
2 VACULM CHAVBER SHALL BE LEAK TESTED USING A
WAGS SPECTROMETER WITH MINIMUM SENSITIVTY FOR
HELIUM OF 21 10 STANDAKD CCISEC PER LEAK
METER DIVISION, SUCHAS
ALCATEL ASH-L107CL
VARIAN NGR 625 OF 535
VEECO MS.5, .00 OR Ms-18
DUPONT CEG 541208
CALIBRATION OF THE LEAK DETECTOR SENSITIVITY D
SHALL BE PERFORMED JUST PRIOR 10 TESTING
FINAL TEST WILL CONSIST OF SURROUNDING THE
CHAMBER (BAGGING) WITH HELIUM. THE CHAMBER
WILL B REIECTED 7 A 2% DEFLECTION IN THE
WOST SENSITIVE RANGE OF LEAK GETECTOR 15
SENSED WITHI L 1N
. KEEP THE PART CLEAN AND WRAP FOR UV PACKING
WITH ALOINUM oI
4/BEND 50 WITH 50 RADIUS AND CUT TO FIT PRIOR
70 NSTALLATION OF SWAGELOKS.
SWAGELOK
BULKHEAD UNION s 2
SWAGELOK
FEVALE CONNECTOR e AcEL 2
SOCKET HEAD CAP SCREW VENTED uecowonens e, |
#8:32 UNC-3A X 50 LG Siven PaTED C
HexUT w
5116.24 UNG-28
FLATWASHER 32
65,00, 3410, x 04 THK
FLATWASHER SILVER PLATED 8
3500, 4710, x 03 THK
FLATWASHER ©
6600, 3410, x 06 THK
SOCKET HEAD CAP SCREW svereato | 6
#6532 INC-AX 150 LG
HEX HEAD CAP SCREW ©
516-24 UNC.3A X 200 LG
HEX HEAD CAP SCREW o |B
S16-24 UNC.3A X 22516
& NOM. BLANK NON-ROT. FLANGE MDC 110030 1
51 srackeT i
51 CONNECTOR FLANGE SUB ASSEMBLY .
51 CHAMBER WELOMENT 1
51.COOLING BASE SUB-ASSY WELDWENT 1
51MONITOR SUB-ASSENBLY 1
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